Clinical evaluation of the Humphrey autorefractor.
A study is made of the accuracy and repeatability of the Humphrey autorefractor (HAR) objective refraction for different refractive groups as measured against subjective refraction. The value of the autofogging mechanism in objective refraction for different refractive groupings is assessed.